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1 – USE A STRAIGHT HEAD SCREWDRIVER TO PRESET CABINET TO THE DESIRED 
TEMPERATURE.  CLOSE DOOR AND ALLOW THE UNIT TO WARM FOR 24 HOURS. 

TEMPERATURE CONTROLLED MEDICATION WARMING CABINET 

2 – PLACE CONTENTS INSIDE OF WARMING CABINET AND SHUT THE DOOR. 2 

Step 1. Use a straight head screwdriver to preset cabinet to the desired 
temperature. Close the door and allow the unit to warm for 24 hours.

Step 2. After 24 hours place content inside of the 
warming cabinet and shut the door.

1 – USE A STRAIGHT HEAD SCREWDRIVER TO PRESET CABINET TO THE DESIRED 
TEMPERATURE.  CLOSE DOOR AND ALLOW THE UNIT TO WARM FOR 24 HOURS. 

TEMPERATURE CONTROLLED MEDICATION WARMING CABINET 

2 – PLACE CONTENTS INSIDE OF WARMING CABINET AND SHUT THE DOOR. 2 

1. Clean with warm water (a microfiber cloth, soft brush or sponge). 
2. If needed, use detergent for domestic use (ex. Dawn®, Palmolive® etc.) along with the microfiber cloth.  
3. If needed, 50% Alcohol can be used with the microfiber cloth.

It is recommended that you avoid spraying products directly onto the surface. Instead, apply the detergent or 
50% Alcohol on a soft damp cloth, clean the surface and rinse it. Avoid using abrasive products, bleach or highly 
chlorinated products or acids. Do not submerge or immerse the cabinet in water or cleaning products.
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