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ASSEMBLY INSTRUCTIONS FOR

Handle Kit for IV Solution Cart (#5266)

2 Sets of
Plastic sleeves

1

Step 1. Gather one sets of plastic sleeves. Choose
the height you want to set the handle at. Place the
first clip on the pole.

Step 2. Place the second half of the plastic sleeve
on the pole.

2

1 Handle

Note: You will need a small rubber mallet to secure the handle in place.
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Step 6. Tap into place with a rubber mallet.
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Step 3. Squeeze the two parts together until they
click together.

Step 4. Repeat steps 1-3 on the other side.
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Step 5. Slide the handle over the pole ends
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